Documenting Your CT Facility's NEMA XR-29-2013 Compliance

Requirements for Cone Beam CT

Below are the instructions on how to verify NEMA compliance for facilities using cone beam CT scanners.

Once you have contacted the manufacturer of your CT unit or your service engineer to ensure that your cone beam CT scanner(s) meet the exempt status as defined by CMS, log in to your facility’s iaonlineaccreditation.org account.

1. Navigate to the “Manage Equipment” tab.
2. For each piece of equipment listed in the NEMA Compliance section, select the “Process NEMA” link.
3. Answer the question regarding the equipment’s NEMA compliance.

4. Select “Submit Responses.”